Safety and ECT Stimulus Electrodes: II. Clinical Procedures.
The accidental risks and problems associated with the stimulus in electroconvulsive therapy (ECT) include skin burn, inadvertent exposure to the stimulus, short-circuit of the stimulus with ineffectual delivery, and accidental mislocation. These problems and aspects of their prevention are reviewed.